We evaluate the quality of ClO profiles derived from the Superconducting Submillimeter-Wave LimbEmission Sounder (SMILES) on the International Space Station (ISS). Version 2.1.5 of the level-2 product generated by the National Institute of Information and Communications Technology (NICT) is the subject of this study. Based on sensitivity studies, the systematic error was estimated as 5-10 pptv at the pressure range of 80-20 hPa, 35 pptv at the ClO peak altitude (∼ 4 hPa), and 5-10 pptv at pressures ≤ 0.5 hPa for daytime mid-latitude conditions. For nighttime measurements, a systematic error of 8 pptv was estimated for the ClO peak altitude (∼ 2 hPa). The SMILES NICT v2
Introduction
Chlorine monoxide (ClO) is one of the key species for the ozone depletion mechanism in the stratosphere, participating in the reaction cycle as the primary element of the reactive chlorine family (e.g., Molina and Rowland, 1974) . It has therefore been a major target of scientific interest for atmospheric observations. The global distribution of ClO has been observed by several satellite missions, for example, the Upper Atmosphere Research Satellite (UARS) Microwave Limb Sounder (MLS) (Reber et al., 1993; Waters et al., 1993) and its successor Aura MLS , the Odin Sub-Millimetre Radiometer (SMR) , and the Michelson Interferometer for Passive Atmospheric Sounding (MIPAS) (Fischer et al., 2008) onboard the Envisat satellite. There are also balloon-borne measurements such as the MIPAS-B2 gondola which supports the balloonborne MIPAS instrument (Friedl-Vallon et al., 2004) and the Terahertz and submillimeter Limb Sounder (TELIS) for the ClO measurements. From the ground, microwave radiometers such as the one operated at the Mauna Kea station, have been monitoring stratospheric ClO over 30 yr and providing important data sets not only for understanding atmospheric chemistry (e.g., Solomon et al., 1984) but also for validating other satellite measurements (e.g., Connor et al., 2007; Nedoluha et al., 2011; Connor et al., 2013) .
The Superconducting Submillimeter-Wave LimbEmission Sounder (SMILES) attached to the Japanese Experiment Module (JEM) on the International Space Station (ISS) performed ClO measurements with a sensitivity of an order of magnitude higher than other satellite-borne instruments due to its 4 K cooled superconducting receiver system (Kikuchi et al., 2010) . Although its scientific findings are outside the scope of this paper, the SMILES ClO measurements provided several interesting insights into the stratospheric and mesospheric researches such as the global distribution of ClO in the middle atmosphere and its diurnal variations. In particular, these measurements observationally revealed the mesospheric diurnal variation of ClO for the first time (Sato et al., 2012) .
The National Institute of Information and Communications Technology (NICT) in Japan has developed a retrieval processing chain for the SMILES data analysis. Sato et al. (2012) carried out a simulation study to assess the errors in the NICT-processed SMILES ClO profiles for the daytime mid-latitude condition. They concluded that systematic and random errors of 10-35 pptv and 30-40 pptv, respectively, are to be expected for each single retrieval of SMILES ClO at 30-50 km. For the mesosphere above 60 km (pressure ≤ 0.1 hPa), the error is dominated by the measurement error due to statistical measurement noise and the smoothing error introduced by the inversion analysis, resulting in the total error of 50-150 pptv. This error can be reduced to some extent by averaging several measurements at the expense of the spatial and temporal resolutions. Averaging 100 profiles measured for the mesosphere can reduce the expected error to the systematic error limit (5 pptv at 0.1 hPa), which is attributed to bias uncertainties in the forward model parameters, specifically the spectroscopic parameters and instrument function.
In association with the error analysis by Sato et al. (2012) , we intend in this paper to evaluate the quality of the SMILES ClO data generated by the NICT level-2 processing by comparing it with those obtained by the following instruments: Aura MLS, Odin SMR, Envisat MIPAS, TELIS, the balloonborne MIPAS (MIPAS-B) and the ground-based radiometer at the Mauna Kea observatory. We also compare the NICTgenerated data with the results from the SMILES operational level-2 processing developed by the Japan Aerospace Exploration Agency (JAXA). Comparisons with chemical model outputs are beyond the scope of this paper, but Khosravi et al. (2013) compared the ClO diurnal variations obtained by SMILES with their 1-D photochemical model and showed a general good agreement in terms of the relative amplitude of the diurnal cycle.
This paper is organized as follows. The SMILES instrumentation and retrieval procedure are described in Sect. 2. In Sect. 3, the results obtained using the NICT level-2 processor are compared with those derived from the JAXA level-2 processor. Comparisons with other instruments are made in Sect. 4. Finally, we summarize the key points in Sect. 5.
JEM/SMILES

Platform
SMILES was launched on 11 September 2009 and attached to the JEM on the ISS. Scientific measurements of trace gases using SMILES began on 12 October 2009 and continued until the malfunction of its submillimeter-wave local oscillator (21 April 2010). The ISS is in a non-sun-synchronous circular orbit with an inclination angle of 51.6 • to the equator. The SMILES instrument was attached to the JEM with an orientation enabling its antenna field-of-view (FOV) to point in a 45 • direction leftward from the ISS orbital motion. The latitudinal coverage of the SMILES observations was nominally between 65 • N and 38 • S. On days when the ISS was rotated by 180 • around its yaw axis, SMILES observation latitude range shifted towards the Southern Hemisphere (∼ 65 • S and 38 • N). The ISS orbit period is ∼ 91 min and the local time of the sub-ISS (nadir) point precesses with a full 24 h shift after a 1-2 months period. This enabled SMILES to observe the atmosphere under various local solar times. density increases at both the northern and southern edges of the covered latitudes, where the ISS orbit shifts from ascending to descending. The plots in Fig. 1 illustrate that the sampling density and SZAs for each observation point varied significantly with the season and the latitude. An accumulation of SMILES data over several seasons without any special consideration would result in integrated data reflecting the inhomogeneous contributions from various SZA conditions. Such ISS-orbit induced characteristics should be kept in mind when observing short-lived species like ClO.
SMILES ClO observations
SMILES observes atmospheric emissions in limb-viewing mode via vertically scanning in a tangent height range from < 10 km to > 60 km. One vertical scan is conducted every 29.5 s, and one spectrum is obtained over 0.47 s data integration. The number of measurements (scans) is about 100 points per one cycle of the ISS orbit, which yields a nominal sampling density of about 1630 points per day. SMILES is operated in the specific frequency ranges: 624. 32-625.52, 625.12-626.32, and 649.12-650.32 GHz (referred to Band-A, -B, and -C, respectively). The ClO transitions (J = 35/2-33/2) at 649.445 and 649.451 GHz are observed in the Band-C configuration. The 40 cm × 20 cm aperture of SMILES main reflector gives an instantaneous FOV of 0.089 • (in elevation) in full width at half maximum (FWHM) corresponding to ∼ 3 km at the tangent point. The main reflector vertically scans the atmospheric limb at a rate of 0.009375 • per 1/12 s, so the actual FOV for the 0.47 s-integrated measurement is a convolution of about six single FOVs. The submillimeter-wave signal is detected by the superconducting heterodyne receiver system which consists of two superconductor-insulator-superconductor (SIS) mixers associated with high electron mobility transistors (HEMT) amplifiers, and is then spectrally resolved by two acoustooptical spectrometers (AOS). The two AOSs detect Band-A, B, or C separately, enabling SMILES to observe two of the three bands simultaneously. Except for December 2009, when Band-C was not operated, the Band-C operation accounts for about 70 % of the total measurements (see Fig. 3 of Kikuchi et al., 2010) . The frequency resolution of both AOSs is ∼ 1.2 MHz at FWHM with a sampling step of ∼ 0.8 MHz.
The in-orbit system temperature of SMILES reached as low as ∼ 350 K (Ochiai et al., 2010) and the effective noise root mean square (rms) level was ∼ 0.5 K for one AOS channel (0.47 s integration). The physical parameters (called level-2 products) are derived from the SMILES measurement spectra by solving the inverse problem. The operational level-2 product of SMILES measurement is processed by JAXA (e.g., Kikuchi et al., 2010; Suzuki et al., 2012) . NICT developed another level-2 processing chain in order to investigate new alternatives for inversion algorithm (Baron et al., 2011) . These products are called the "SMILES NICT level-2 products" and are the data products considered in this study. Version 2.1.5 of the SMILES NICT level-2 product (hereafter denoted NICT v2.1.5 in this paper) was reduced from the calibrated spectra (level-1b product) of version 007. The NICT v2.1.5 processing chain employs a least-squares method involving a priori constraints (e.g., Rodgers, 1976 Rodgers, , 1990 Rodgers, , 2000 . In this version, unlike the JAXA level-2 product, the NICT level-2 processing mostly targets the altitudes above ∼ 25 km. Altitudes below have been less prioritized because of some level-1b calibration issues that have a strong impact in the lower altitudes. A vertical profile of the ClO volume mixing ratio (VMR) was derived for each scan using a spectral bandwidth of 400 MHz centered on the ClO line. Further details about the inversion methodology of NICT level-2 processor are found in the papers by Baron et al. (2011) and Sato et al. (2012) . Figure 2 shows examples of the ClO spectra from a single limb scan measured during the daytime (14:13 p.m. LT) at a low latitude (18.9 • S) on 4 January 2010, and the VMR profile retrieved from that specific measurement. The original SMILES NICT v2.1.5 ClO product has an altitude-grid width of 3 km from 17.5 to 41.5 km, of 4 km from 45 to 53 km and of 5 km from 57.5 to 92.5 km. On the plot, the retrieved altitudes are converted to each corresponding pressure level. In the rest of this paper, we describe ClO profiles using pressure levels for the vertical coordinate in order to reduce the error on the altitudes (see Sect. 6.3 given by Baron et al., 2011) . The conversion from altitude to pressure is performed for each SMILES measurement by using the a priori pressure profile. The a priori pressure profile is based on the data from the version 5.2 of the Goddard Earth Observing System Model (Rienecker et al., 2008) for 0-40 km and extrapolated upward to follow the hydrostatic equilibrium using the MSIS (Mass Spectrometer and Incoherent Scatter radar) temperature climatology data (Hedin, 1991) . The quality of the retrieval can be assessed by considering the goodness of the fit as reported by the chi-squared statistics χ 2 after the retrieval, the averaging kernels, and the measurement response m. The definition of χ 2 in this paper is the summation of the squared and variance-weighted residual terms between the best-fitting spectra and the measurements as well as the deviation of the retrieved state from the a priori state, both normalized by numbers of measurements and retrieval parameters (see Eq. 2 given by Baron et al., 2011) . Typical values of χ 2 for the SMILES NICT ClO profiles are around 0.5-0.8. Here, χ 2 being smaller than unity is because of the overestimation of the measurement noise (Baron et al., 2011) . Averaging kernels describe the sensitivity of the retrieved ClO VMR to the true state of the atmosphere. Their vertical spread is used as an indication of the vertical resolution of the retrievals. The measurement response, which is the sum of the absolute values of elements of each averaging kernel, indicates the effect of the a priori state on the retrieved information (e.g., Baron et al., 2002; Merino et al., 2002) . Hereafter, we use the following data selection thresholds to exclude extreme outliers: χ 2 ≤ 0.8 and 0.8 ≤ m ≤ 1.2. By applying this data selection, approximately 12 % of the total measurements were discarded due to the χ 2 threshold. For a single-scan measurement, the SMILES NICT v2.1.5 ClO product has a satisfactory measurement sensitivity at a pressure range of ∼ 80-0.01 hPa (corresponding to altitudes of ∼ 17-80 km) with a typical vertical resolution of 3.5-13 km. Figure 3 shows an example of ClO diurnal variation in the middle stratosphere (10 hPa) observed with SMILES. Two months of observations (January and February 2010) for the equatorial region were zonally averaged using a 1 h local time bin. Each vertical bar represents the 1-σ standard deviation of the measurements for each bin. For comparison, the ClO abundances obtained by Aura MLS, Odin SMR, and Envisat MIPAS for the same period are shown. Data from these other instruments are described in detail later (Sect. 4), as are the differences in the ClO VMRs. Here we note the small standard deviations (∼ 6 pptv and 15 pptv for nighttime and daytime, respectively) for the SMILES ClO profiles that indicate the good sensitivity of SMILES observations. The lower panel of Fig. 3 shows the local-time evolution of the observed points over the two months. These results clearly show the benefit for SMILES of a non-sun-synchronous orbit: while the other instruments are onboard sun-synchronous satellites thus measuring only at fixed local times, SMILES samples a broad range of local time, allowing the instrument to effectively observe the diurnal variations of ClO.
Error analysis for the SMILES NICT ClO profiles
The systematic and random errors of the SMILES NICT v2.1.5 ClO product were investigated by Sato et al. (2012) . They estimated the systematic error to be 35 pptv for the ClO peak altitudes (around 2-4 hPa) for typical daytime midlatitude ClO profiles. This systematic error was dominated by the error due to an uncertainty in the pressure broadening parameter of the ClO spectral line. The previously reported known analytical problems for the presented version of the NICT ClO product are as follows: (1) the vertical movement of the SMILES FOV during a single spectrum integration of 0.47 s was ignored in the forward model; (2) an ideal rejection rate for the image sideband signal was assumed instead of using the actual characteristics of the sideband separation filter. Sato et al. (2012) showed that systematic errors of ∼ 2-4 and ∼ 0.5 pptv were introduced at 2-4 hPa in the ClO profiles when ignoring the FOV vertical movement and the sideband filter characteristic, respectively, which are regarded as rather minor contributors to the total systematic error.
Here we performed an additional error analysis on the SMILES NICT ClO product for two specific measurement conditions: nighttime mid-latitude and chlorine-activated polar air. The reference ClO VMR profiles used in the simulation are shown in the left plot of Fig. 4 . The error sources considered in this study are summarized in Table 1 . These sources were selected as the most significant systematic error sources in the forward model according to the previous work by Sato et al. (2012) . In addition to the error sources they had investigated, we introduced a spectroscopic parameter error due to the uncertainty on transition frequency. This error was evaluated by testing retrievals with two values for the transition frequencies of the ClO doublet spectra: one from the JPL spectroscopic catalogue (Pickett et al., 1998; Cohen et al., 1984) (649.445040 and 649.451170 GHz) , which was used in the original NICT v2.1.5 processing, and the other from the laboratory measurements of Oh and Cohen (1994) (649.445250 and 649.451072 GHz) . The null-space error also contributes to the systematic errors in certain conditions. NICT v2.1.5 processing uses fixed a priori values for ClO based on a typical daytime midlatitude profile. This can introduce a systematic error for ClO retrievals under nighttime and chlorine-activated conditions where, in practice, ClO VMRs differ significantly from the assumed a priori daytime values. This impact was estimated in this study by calculating (A − I)(x ref − x a priori ), where A is the averaging kernel matrix, I the identity matrix, x a priori the ClO a priori VMR used in the NICT v2.1.5 processing, and x ref the reference ClO profile assumed in the error analysis simulations. Since we added these error sources, we recomputed the error for the daytime mid-latitude conditions and checked the consistency with the previous results of Sato et al. (2012) . Note that the null-space error was regarded as a random error for the daytime ClO retrievals, as discussed by Sato et al. (2012) .
The right panel of Cohen et al. (1984) and Oh and Cohen (1994) . b Estimated by taking into account the roughness of the Pardo model (Pardo et al., 2001 ) which bases on a simple mathematical fit over a wide spectral domain (400-1000 GHz). c Private communication with S. Ochiai. See also Eq. (12) given by Sato et al. (2012). d Comparison between an ideal rejection rate for the image sideband signal and the realistic one. e Comparison between the cases with and without considering the vertical movement of the antenna FOV during a single spectrum integration.
considered systematic errors were divided into four components: error due to uncertainties in the spectroscopic parameters of ClO; error from other species in the radiative transfer model; error due to the uncertainty on the instrumental description in the forward model, including errors on the spectral gain calibration; and error from the use of a fixed a priori profile. The total systematic error was calculated as the root sum square (rss) of individual error sources. From the simulation results, we obtained the systematic errors (1-σ standard deviation of the bias uncertainty) shown in Table 2 . In Table 2 we also included the 1-σ precision (random error) for a single-scan profile. For the daytime mid-latitude condition the systematic error was estimated as 5-10 pptv, 35 pptv, and 5-10 pptv for the lower stratosphere (pressure range of ∼ 80-20 hPa), the ClO peak altitude (∼ 4 hPa), and the upper stratosphere/lower mesosphere (pressure ≤ 0.5 hPa). These values are consistent with those presented by Sato et al. (2012) , except for the lower mesosphere where the additional error due to the spectroscopic parameter is newly considered. For the nighttime mid-latitude condition systematic errors of 8 pptv and 3-15 pptv were estimated for the ClO nighttime peak altitude (∼ 2 hPa) and the upper stratosphere/lower mesosphere (pressure ≤ 0.5 hPa), respectively. In the lower stratosphere (80-20 hPa), our estimated systematic error was less than 4 pptv. However, the actual SMILES NICT v2.1.5 ClO profiles have a more significant negative bias of about −30 pptv at 80 hPa (see details in Sect. 4.2.1). This implies that there are unimplemented or underestimated bias errors in the presented simulation, and for the scientific use of the SMILES NICT v2.1.5 data, we should take this observed negative bias into account. The systematic errors for the measurements of ClO activation in polar vortex were estimated to be 80-320 ppbv at a pressure range of ∼ 30-80 hPa assuming an enhanced ClO abundance of 1.0 ppbv, which mostly comes from the a priori contamination. This corresponds to a 10-35 % relative error.
Methodology of comparison
The SMILES NICT v2.1.5 ClO profiles were compared to (1) the SMILES ClO profiles processed by the JAXA level-2 chain (version 2.1), (2) the Aura MLS version 3.3 ClO profiles, (3) the Odin SMR ClO profiles from the version 2.1 of Chalmers level-2 processor, (4) the Envisat MIPAS IMK/IAA data version V5R_ClO_220, (5) the TELIS and MIPAS-B balloon-borne measurements, and (6) the ground-based microwave observations of ClO from the Mauna Kea station. Comparison-1 enables us to discern differences between the processing algorithms, since both the NICT and JAXA SMILES ClO profiles were processed from the same version (007) of the level-1b product. The target for 2-4 is a statistical comparison of the coincident geolocation measurements with those of satellite-based measurements for validating the SMILES ClO measurements at various local times in the lower and middle stratosphere. Comparison-5 with TELIS and MIPAS-B which flew within the northern polar vortex, is aimed at evaluating the performance of SMILES ClO measurements under conditions of strong chlorine activation in the lower stratosphere. Comparison-6 with the ground-based measurements is tested to see if there is any impact from different observation geometry (i.e., limb viewing from the space and up-looking from the ground). Further information on each comparison data set is summarized in the following subsections, followed by the results of the comparison. All comparisons were performed using the individual profile comparison approach, which has worked well for comparing various remote sensing observations (e.g., Dupuy et al., 2009 ). We searched all coincident measurement profiles (i.e., quasi-simultaneous observations in very close collocation) between the SMILES and comparison data sets. The basic criteria for the coincidence search between SMILES and other satellite instruments (MLS, SMR, and Envisat MIPAS) are set as follows: the distance of observation geolocation within 300 km, the difference in the observation time within 1 h, and the difference in the SZAs of the observed air mass less than 3 • . The coincident measurements were searched for the day and night conditions separately by selecting the profiles with SZAs ≤ 80 • and ≥ 100 • , respectively. The following modifications are applied to these basic criteria: for the Aura MLS case, thanks to the dense observation sampling of MLS, we could put a more stringent criterion for the geolocation distance as 100 km. For the comparison with Odin SMR, which measures the ClO during its fast and strong temporal variation near sunrise and sunset, we do not separate the a.m. and p.m. conditions; and for the comparison with Envisat MIPAS ClO, we discuss only the daytime profiles. The coincidence criteria for the balloonborne instruments (TELIS and MIPAS-B) and the groundbased measurements will be described in detail at Sect. 5.4 and Sect. 5.5, respectively.
As discussed by Rodgers and Connor (2003) , the differences in the averaging kernels and the a priori assumptions should be taken into account when comparing the results derived from different remote sensing instruments. We can see one of the most significant impacts of the different averaging kernels as the difference in vertical resolutions. Figure 5 shows the typical vertical resolution of ClO profiles from different measurements used in this study. The vertical resolutions are defined based on the FWHM widths of each row of the averaging kernel matrices. It is shown that, in the middle stratosphere, the SMILES NICT v2.1.5 profiles have similar vertical resolutions with those of the SMILES JAXA level-2 product, MLS, and SMR: the vertical resolution of SMILES NICT v2.1.5 is 3.5-5 km at a pressure range of ∼ 30-1 hPa and 5-8 km at 1-0.1 hPa. It is 3-5 km at 200-0.1 hPa for the SMILES JAXA level-2 product; 3-4.5 km at 147-1 hPa for Aura MLS (Livesey et al., 2011) ; and 2.5-3 km at 100-1 hPa for Odin SMR . However, in the lower stratosphere (pressure ≥ 30 hPa) the vertical resolution of SMILES NICT v2.1.5 starts degrading to 5-8 km. In fact, the ClO profile measured by TELIS has a vertical resolution of 2-3 km in the lower stratosphere, which is more than twice better than that of the SMILES NICT v2.1.5 profiles, because it was situated within the atmosphere, which helps in significantly reducing the FOV of the measurement. On the other hand, the ground-based ClO measurements at Mauna Kea have a relatively broad vertical resolution of ∼ 10-17 km in the stratosphere. In order to take these differences in the measurement characteristics into account, we employed the following methods for the presented comparisons.
1. The comparisons with the JAXA level-2, MLS, and SMR on the outside of polar vortex were performed by directly using the original ClO profiles of each data set because of the similarity of their sensitivity to ClO. This is the same approach which was taken in the validation paper of Aura MLS ClO data (Santee et al., 2008) .
2. For the comparisons of SMILES with the TELIS and ground-based ClO measurements (the cases where a clear difference in the vertical resolution can be seen), we convolved the averaging kernels of the lower resolution ClO profiles, A, on the higher resolution profiles using the following function:
x highres represents the retrieved ClO profile from the higher vertical resolution instrument, and x smooth is the same but after convolution with the lower resolution averaging kernels. x a priori is the a priori profile used in the lower resolution processing. More specifically, for the comparison between SMILES and TELIS, we convolved the SMILES averaging kernel on the TELIS ClO profile in order to obtain the smoothed TELIS ClO profile; and for the SMILES and ground-based comparison, we convolved the ground-based measurement's averaging kernel on the SMILES profile to get the smoothed SMILES ClO profile. We also employed this convolution when ClO profiles from the polar vortex were targeted in the comparison, that is, the comparison between SMILES NICT processing (lower resolution) and the JAXA processing (higher resolution) in Sect. 4.2.2.
The Envisat MIPAS and MIPAS-B profiles both have
higher vertical resolutions than SMILES NICT v2.1.5 ClO in the lower stratosphere, however their ClO signals are weak in the observed infrared region causing relatively low amplitudes of the averaging kernels (peak values of the averaging kernels are smaller than 0.4 at pressure ≤ ∼ 50 hPa). In this study, we discussed the comparisons based on the smoothed ClO profiles: SMILES profiles were convolved with the averaging kernel and a priori assumptions of the Envisat MI-PAS or MIPAS-B profiles, and the Envisat MIPAS and MIPAS-B profiles were convolved with the averaging kernel and a priori constraints of SMILES.
Once coincident profiles were found, then we applied the above-mentioned averaging kernels and a priori profile convolutions for individual profile (if necessary). The vertical grid is linearly interpolated on a reference vertical grid which is arbitrarily determined. Absolute difference of the coincident pair was calculated as SMILES NICT−comparing data set. The median of the differences of each coincident pair was calculated to obtain a representative absolute difference profile for the considered comparison. To be less sensitive to outliers, we use the median statistic instead of the mean statistic to derive the average state. The variability of the compared data sets was estimated by calculating the median absolute deviation (hereafter abbreviated to MAD) values. The average relative difference was obtained by first calculating the individual relative differences on the basis of the ratio of the difference to the mean of the compared pair of ClO profiles. Then we took the median of those relative differences over the full set of coincident pairs.
The results of the comparisons are discussed taking the systematic errors of each instrument into account. The error budgets are based on the error analyses and validation studies of each instrument. The systematic errors on the difference between two instruments are estimated as the rss of the 1-σ error on each profile. For the comparisons of ClO profiles convolved with averaging kernels, the systematic errors are also convolved in the same way (i.e., the error covariance is calculated as
. Here A and S x is the averaging kernel and systematic error covariance matrices, respectively, with the subscript 1 and 2 representing the different instrument. 
Differences in the processing algorithms
The SMILES level-1b data are analyzed by two level-2 processors by JAXA and NICT, independently. These two level-2 processors have been developed as an independent research activity to investigate different retrieval strategies in order to exploit the full potentiality of the SMILES instrument. The retrieval algorithm is described by Baron et al. (2011) and by Suzuki et al. (2012) for NICT and JAXA level-2 processing, respectively. Here we performed a SMILES-internal comparison between the NICT v2.1.5 product and the JAXA level-2 product (version 2.1, 007-08-0310) 1 as a first-step check to evaluate the impact of differences in the two level-2 processing algorithms. Although both algorithms are based on the least-squares method using regularizations, there are six major differences in the forward model parameters and also in the retrieval configurations:
1. Spectral range of the measurements used in the inversion calculation: the JAXA level-2 processing uses the full bandwidth (1.2 GHz) of the Band-C spectrum, simultaneously retrieving ClO and other trace gases such as HO 2 , while the NICT v2.1.5 processing uses a limited bandwidth (400 MHz) centered on the ClO line. As discussed by Baron et al. (2011) , using a narrower bandwidth degrades the sensitivity to lower altitudes since the information at those low altitudes, i.e., high pressure levels, is spread out in the far wings of the ClO emission line (see Appendix A for a discussion of the impact of the bandwidth on ClO sensitivity).
2. Correction of the AOS frequency offset: AOS frequencies are corrected with an offset parameter through the retrieval calculations in the NICT v2.1.5 processing, while they are fixed in the JAXA v2.1 processing.
3. Spectroscopic parameters used in the forward model, in particular, the line frequency ν 0 , the air broadening coefficient γ air , and its temperature dependence n air : the JAXA v2.1 processing uses coefficients based on Oh and Cohen (1994) (ν 0 = 649.445250 and 649.451072 MHz, γ air = 2.11 MHz mbar −1 , i.e., 2.81 MHz Torr −1 , and n air = 0.85), while the NICT v2.1.5 processing uses the JPL catalog frequencies (Cohen et al., 1984) and the air broadening coefficients from laboratory experiments (ν 0 = 649.445040 and 649.451170 MHz, γ air = 2.86 MHz Torr −1 , and n air = 0.77; see details in the paper by Baron et al., 2011) .
4. ClO a priori profiles: the JAXA level-2 processing employs the monthly, latitudinal, day-night separated mean ClO profiles of the Aura MLS v2.2 product. The NICT v2.1.5 processing uses a single common profile for all observations. The a priori uncertainty is set as 100 % of the a priori value for the JAXA processing, while it is ∼60 % for NICT.
5. Correlation length of the retrieval vertical layers (i.e., non-diagonal components of the a priori covariance matrix): 10 and 6 km are used in the JAXA v2.1 and NICT v2.1.5 processors, respectively.
6. Correction approach of the LOS elevation angles (i.e., tangent point heights): both processors retrieve an offset parameter for the LOS elevation angles within a single scan but in a different way. The JAXA level-2 processing uses the result of tangent point retrieval from Band-A or -B, which contains the strong O 3 transition at 625.371 GHz, as a priori value for retrieving the LOS elevation angle offset of the Band-C spectra. In contrast, the NICT v2.1.5 processing does not link the information from Band-A or -B to the retrieval of Band-C in order to avoid propagating any systematic errors between the two bands. It retrieves an LOS elevation angle offset from the ClO spectra, for which most of the information comes from the continuum baseline. As shown in Fig. 5 , the vertical resolution of the JAXA ClO product is slightly better than those of NICT v2.1.5. Figure 6 shows the comparison between the ClO profiles from NICT v2.1.5 and the JAXA level-2 v2.1 products for equatorial latitudes (20 • S-20 • N) in February-April 2010. We compared the day and night profiles separately by selecting the profiles with SZAs ≤ 80 • and ≥ 100 • , respectively. There were 4539 and 5456 measurements for the day and night conditions, respectively. The left two panels show the median VMRs of the selected ClO profiles, for the day and night cases, with 1-MAD values (dashed lines). Medians of the absolute and relative differences are shown in the right panels. The dotted lines around the absolute difference profiles correspond to the 1-MAD of the individual absolute difference of each pair. The relative difference is plotted with a focus on the region around the peak in ClO concentration, i.e., at altitudes around 0.3-20 hPa and 0.03-3 hPa for the day and night profiles, respectively.
Results
Comparison at the middle and low latitudes
At the ClO peak altitudes (pressure levels of 4 and 2 hPa for day and night, respectively), the NICT v2.1.5 ClO profile shows larger VMRs than the JAXA-processed one; in detail, the differences are 15 and 10 pptv (or about 5 %) for day and night, respectively. Although these discrepancies between the daytime and nighttime profiles are within or comparable to the estimated 1-σ bias uncertainty of the v2.1.5 product, we are interested in knowing whether such discrepancies can be explained by the use of different spectroscopic parameters in the two forward models. To investigate this, we randomly selected a sample of 200 SMILES level-1b scans from the equatorial daytime measurements for one day (4 January 2010), and processed them using the spectroscopic parameters of the NICT v2.1.5 forward model and using those of the JAXA level-2 processing. By replacing the spectroscopic parameters (transition frequency, γ air , and n air ) with those used in the JAXA processing, the ClO VMR was decreased by ∼ 7 pptv at 1-2 hPa but no significant change was observed at 4 hPa where we have seen the largest difference between the NICT v2.1.5 and the JAXA v2.1 ClO products. This suggests that the difference between the NICT and the JAXA ClO profiles is not solely due to the different spectroscopic parameters, but is rather a result of other factors that remain to be identified. Further investigation of this difference is currently under way, using a new version of the calibrated spectra. It should be mentioned that we saw a significant improvement in the residual of the best-fit spectra when the transition frequencies from Oh and Cohen (1994) were used. Such an error on the transition frequency is especially significant for observations of the mesosphere where the spectral line shape becomes narrower and weaker.
In the nighttime lower stratosphere (at pressures ∼ 30-10 hPa) where ClO abundances are known to be nearly zero outside the polar region, the NICT v2. show negative VMRs of about −30 pptv. As mentioned in Sect. 2.3, this negative bias is slightly larger than our estimated bias uncertainty. The increase of 1-MAD values, i.e., increase of variability of the NICT v2.1.5 ClO data at those altitudes, indicates that the retrieval processing has some problems. The reason for this negative bias is thought to be the limited spectral bandwidth used in the NICT processing. Using such a relatively narrow bandwidth introduces a contamination from other broadened spectral lines which cannot be distinguished from the ClO spectral signal. The NICT level-2 processing team is now working to solve this issue by implementing analyses based on the full bandwidth of SMILES spectra.
Comparison in the polar region
We also compared the ClO profiles obtained in polar vortex conditions observed in the Arctic winter of November 2009-February 2010 (December is omitted due to the nonoperation of ClO measurement). The vortex-air measurements were selected by referring to the longitude and latitude information of the vortex obtained from the MLS-derived meteorological products (DMP) (Manney et al., 2007) . We selected the SMILES data which measured within the "inner" vortex defined by MLS-DMPs (for the definition of the inner vortex edges, see the paper by Manney et al. (2007) and the references therein). As shown in Fig. 7 , an enhancement of lower stratospheric ClO due to chlorine activation is clearly seen in the SMILES profiles (both in daytime and nighttime conditions). When we smoothed the JAXA ClO profile to the vertical resolution of the NICT profile using the averaging kernel and the a priori profile of the NICT processing, the difference becomes more significant at the peak altitude of this lower stratospheric ClO enhancement. The difference was 0.4 ppbv (30 %) at 50 hPa for daytime conditions (measurements with SZAs ≤ 87 • were used in this daytime comparison at the polar vortex in order to increase the number of coincidences and also to select the data with strong ClO enhancements so that we can investigate the worst case of the systematic errors). This is significantly larger than our simulated systematic error (0.2 ppbv or 20 % as shown in Fig. 4 ). As we discussed in the previous sub-section, the NICT v2.1.5 processing is not optimized for retrieving ClO in the lower altitude because of a limited use of the spectral bandwidth. We consider that the shown positive bias for NICT v2.1.5 ClO is affected by this degradation of the sensitivity which introduces errors from spectral features outside the bandwidth and also a relatively larger contamination from the incorrect a priori ClO profile. Similar to the negative bias in the nighttime mid-latitude retrievals, this problem will be considered in the next version of the NICT level-2 processing. The characteristics of the ClO profiles under polar vortex conditions will be discussed further when we compare the SMILES measurements to those of TELIS and MIPAS-B (Sect. 5.4). . The absolute differences between SMILES and the bias corrected MLS data at 68 hPa are also shown in diamond symbols.
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Comparison with other instruments data sets
Comparison with Aura MLS v3.3 data
The Microwave Limb Sounder (MLS) onboard NASA's Earth Observing System (EOS) Aura satellite has been operating since 2004 . The satellite was launched into a near polar sun-synchronous orbit with the equator crossing local times of 13:45 (ascending) and 01:45 (descending). Aura MLS observes ClO with a radiometer centered at 640 GHz; that is, the same ClO transition that SMILES measures, though the frequency resolution is lower than that of SMILES. The frequency resolution is 6 MHz at the line center channels and increases to 96 MHz at the band edge. The system noise temperature is ∼ 4200 K in double side-band receiver mode . The ClO abundances were retrieved from the MLS measurement data using the optimal estimation method. The retrieval algorithm used was that reported by Livesey et al. (2006) . The retrieved ClO profile is provided with a pressure grid ranging from 1000 to 10 −5 hPa. A remarkable feature of their data processing is that not only the vertical profile information of the ClO, but also its horizontal distribution, is retrieved by combining consecutive limb scan measurements (the FOV of MLS is set in the forward direction of the Aura orbital motion, so consecutive measurements contain information from partially overlapping air masses). The observed data has been reprocessed using version 3.3 of the algorithm since 2011. In this version, the useful range for the ClO profile is defined as 147 to 1 hPa (vertical resolution of ∼ 3-4.5 km) with a precision of ∼ 0.1-0.3 ppbv for a single scan (Livesey et al., 2011) . The systematic error was estimated to be 0.025 ppbv at 15-1 hPa. Santee et al. (2008) performed an intensive validation study for a previous version, version 2.2, of the Aura MLS ClO product. Their study showed that both the height of the peak in ClO profiles and its amplitude are well determined in the Aura MLS measurements, which makes the MLS data one of the best comparison partners for the SMILES data. For the lower stratosphere (typically pressures ≥ 22 hPa) significant negative VMRs were found for the MLS data set in both daytime and nighttime profiles. This negative bias problem was improved in the version 3.3 processing although altitudeand latitude-dependent biases of about −0.1 to +0.6 ppbv at pressure ≥ 68 hPa still need to be accounted for. The recommended correction values reported by the MLS team can be found in Livesey et al. (2011) and in the documentation on the MLS website 2 . Figure 8 shows comparison results between the SMILES and MLS ClO measurements. Coincidence measurements were searched for over the whole SMILES observation period in the low and middle latitude region (latitudes ≤ 60 • ). As described in Sect. 3, we defined three criteria for determining coincidence: observation points are closer than 100 km, observation time difference is smaller than 1 h, and the SZA difference is less than 3 • . Using these criteria, we found 578 and 418 coincidences for daytime (SZA ≤ 80 • ) and nighttime (SZA ≥ 100 • ), respectively. The solid lines on the average VMR profiles for the MLS products are those before bias correction. There is a clear negative bias for the altitudes where pressure is larger than ∼ 50 hPa. We applied the bias corrections suggested by the MLS team; the corrected VMRs are shown as symbols on the graph. After this correction, the daytime ClO profiles from both the SMILES and MLS showed a good agreement for the considered altitude range (100-1 hPa). The SMILES ClO VMR was smaller than the MLS one by ∼ 0.04 ppbv (10 %) at the daytime peak altitude. This difference is within the combined (0.035 ppbv and 0.025 ppbv for SMILES and MLS, respectively) bias uncertainty.
For the nighttime case, the SMILES ClO data also showed negative VMRs for the lower stratosphere (∼ −0.03 ppbv), as already pointed out by the SMILES-internal comparison. Except for this altitude region, the SMILES ClO measurements have nearly zero 1-MAD values, confirming that there is no ClO at these altitudes during the nighttime. This is a clear indication of the high sensitivity of SMILES measurement.
Comparison with Odin SMR v2.1 data
The Sub-Millimetre Radiometer, SMR, onboard the Odin satellite has been measuring stratospheric ClO since 2001 . Odin, an astronomical and aeronomical satellite mission by Sweden, France, Canada, and Finland has a circular sun-synchronous orbit (inclination angle of 97.8 • ), with equator-crossing local times of about 18:00 (ascending) and 06:00 (descending), respectively. The ClO transitions are observed at 501.3 GHz with a typical receiver noise temperature of 3000 K (single side-band).
The level-2 data processing of Odin SMR was divided into an operational processing at Chalmers University of Technology, in Sweden, and a research processing named CTSO (Chaine de Traitement Scientifique Odin) developed by a French team, though the CTSO processing chain is no longer operated now. The Chalmers ClO profile is retrieved at non-equidistant pressure levels corresponding to observation tangent points which interval is ∼ 1.5 km and ∼ 5 km at the altitudes below and above ∼ 45 km, respectively . We used the recommended Chalmers operational ClO product, version 2.1, for comparison with the SMILES data. The bias uncertainty and the random errors were estimated to be smaller than 0.1 ppbv and 0.15 ppbv, respectively . These data were compared with the MLS ClO profiles (Santee et al., 2008; Livesey et al., 2011) , which showed a good agreement in the middle stratosphere (pressure ≤ 46 hPa) having only a small difference of ∼ 0.05 ppbv (SMR Chalmers-v2.1 VMRs are smaller than MLS) around 10 hPa. For the lower stratosphere, it was suggested that the SMR profiles may have a positive bias of 0.1 to 0.2 ppbv for the nighttime measurements outside the polar vortex, when ClO abundances become smaller than the instrument sensitivity limit .
The number of the Odin SMR measurements are ≤ 975 per day, which is relatively smaller than those of SMILES and Aura MLS. To take this into account, we used the geolocation criterion of 300 km for coincidence determination. At low and middle latitudes, the Odin SMR ClO measurements are carried out near sunrise and sunset when the concentration of ClO drastically changes due to photochemistry. Therefore, the criterion for the SZA difference was kept as narrow as it was for the SMILES-MLS comparison. We identified 89 coincidences for the sunrise and sunset data in the low and middle latitudes (latitude ≤ 60 • ). Figure 9 shows the median ClO profiles and their differences derived from the coincident pairs of SMILES and SMR data. The difference between SMILES and SMR ClO profiles in the stratosphere is quantitatively consistent with that reported in the previous MLS-SMR comparisons (e.g., see Fig. 3 .5.8 of Santee et al., 2008; Livesey et al., 2011) . At the ClO peak altitudes (∼ 2 hPa), the SMILES ClO VMR was larger than that of SMR by up to 0.05 ppbv, while in the lower stratosphere (pressure ≥ 30 hPa) the SMILES profiles had smaller VMRs by ∼ 0.1 ppbv. What is new in our comparison result is the comparison in the lower mesosphere (pressure ≤ 1 hPa). Both SMILES and SMR observed the decrease of ClO VMRs with altitude above the 1 hPa level. At the 0.2 hPa level the SMR ClO profiles show unrealistic negative VMRs of −0.05 ppbv and therefore we cannot quantitatively conclude whether there is any systematic error in the SMILES data.
Comparison with Envisat MIPAS V5R_ClO_220 data
MIPAS onboard ESA's Environmental Satellite (Envisat) is a Fourier transform spectrometer operating in the spectral range of 4.15 to 14.6 µm (Fischer et al., 2008) . It observed the atmospheric emission in the limb scanning geometry. The platform had a sun-synchronous orbit with an inclination angle of 98.55 • . The equator crossing local times were around 10:00 (descending node) and 22:00 (ascending). The observations were performed from July 2002 to April 2012, with a discontinuity between April and December 2004 due to an instrumental anomaly. The observation mode (such as tangent height sampling of the limb and spectral resolution), which determines the data characteristics, was changed after this discontinuity. In this study we used version V5R_ClO_220 of the scientific level-2 product processed by the Institute for Meteorology and Climate Research (IMK) at Karlsruhe Institute of Technology, Germany. The ClO data was retrieved from the weak 1-0 band at 11.8 µm using only P and Q branches, which are free of the overlapping contaminating HNO 3 emission. The profiles are retrieved on a vertical grid of 1 km grid width at altitudes up to 44 km, 2 km from 44 to 70 km, and 5 km from 70 to We selected the coincident measurements (geolocation distances within 300 km and the SZA differences within 3 • ) from latitudes lower than 60 • , and focused only to the daytime conditions (SZA ≤ 80 • ) since the lower stratospheric ClO has very low abundances at the nighttime. In all, 780 coincidences were obtained, and they were compared after convolving the averaging kernels and a priori profiles of each of the other instruments as described in Sect. 3. The left two panels on Fig. 10 show the median ClO profiles from the SMILES NICT v2.1.5 and the Envisat MIPAS data in the original and convolved cases, respectively. The largeness of the 1-MAD of the Envisat MIPAS data comes from the limitation of the instrument sensitivity: it significantly increases at pressure ≥ 30 hPa (altitudes below ∼ 23 km) where the measurement error of Envisat MIPAS exceeds 100 %.
The absolute difference between SMILES and Envisat MI-PAS is −50 to +150 pptv and −10 to +60 pptv for the original and convolved cases, respectively. In general, the Envisat MIPAS ClO is lower than the SMILES data (which is consistent to the result shown in Fig. 3) . The combined systematic errors were estimated with taking the averaging kernel matrices of each instrument into account. The systematic errors of SMILES were taken from the daytime mid-latitude condition previously described in Sect. 2.3, and those of Envisat MIPAS were from the "ILS" and "spectroscopy" listed on Table 12 of the paper by von . The estimated combined systematic error profile is shown as the black profile on the absolute difference panel of Fig. 10 . It increases with altitude, being 30 pptv at 100 hPa and 70 pptv at 10 hPa. While the direct comparison of the original profiles (blue-dashed line in the absolute difference plot of Fig. 10 ) seems to hint at inconsistencies, after application of the averaging kernels as described in Sect. 3 the differences (solid red line) are almost fully explained by the estimated combined 1-σ systematic errors of both instruments (solid black lines).
The relative differences between SMILES and Envisat MI-PAS were as large as −180 % (as shown at the rightmost panel of Fig. 10) . The large percentage differences are, however, an artifact caused by the division of the absolute differences by the mean of the related SMILES and MIPAS profiles. Since MIPAS results are, due to the low sensitivity of MIPAS to ClO, biased low and show often negative values, this division causes unrealisticly large percentage differences. The absolute differences contain much more reliable information.
Comparison with TELIS and MIPAS-B measurements inside the polar vortex
TELIS, the Terahertz and submillimeter Limb Sounder, is a balloon-borne instrument equipped with cryogenic heterodyne technology similar to SMILES. The balloon-borne Michelson Interferometer for Passive Atmospheric Sounding (MIPAS-B) is an advanced Fourier transform infrared spectrometer specially tailored to operate on a stratospheric balloon gondola. Both TELIS and MIPAS-B are mounted on the MIPAS-B2 gondola sharing the platform with the mini-DOAS instrument. In this configuration the gondola was launched in three consecutive winters (2009) (2010) (2011) from Kiruna, Sweden. In this study only the second flight in 2010, when SMILES was operational, is considered. The balloon was launched on 24 January 2010 and remained aloft for about 13 h at a height of 34 km in Arctic polar vortex air (de Lange et al., 2012; Wetzel et al., 2012) . TELIS vertically scanned the atmosphere with tangent heights ranging from ∼ 9 km to 32.5 km with ∼ 1.5 km step. A single scan takes about 50 s to complete. TELIS was equipped with receivers operating at 480-650 GHz and at 1.8 THz. The ClO profile was determined from the transition at 501.27 GHz, the same as SMR. The level-2 processing of the TELIS ClO measurements was done using the Tikhonov regularization (Tikhonov, 1963) described in detail by de Lange et al. (2012) . Null values were used for an a priori of ClO profile, which is required to perform the averaging kernel convolution in this study. The retrieved profile has a vertical grid with 1.5 km interval. In that paper, the TELIS ClO and HCl products were compared with the coincident measurements of Aura MLS. The difference between the TELIS and MLS ClO (version 2.2) profiles in daytime equilibrium was ∼ 0.2 ppbv at the ClO peak altitude, and was within the expected systematic errors of both instruments (de Lange et al., 2012) .
With respect to MIPAS-B, its low-level data processing including instrument characterization is described by FriedlVallon et al. (2004) . Retrieval calculations of MIPAS-B measurements were performed with a least squares fitting algorithm using analytical derivative spectra. The TikhonovPhillips regularization approach constraining with respect to the form of a height-constant zero a priori profile was adopted. The ClO retrieval was carried out in the P-branch region of the 11.8 µm band. The retrieved profile is output in a 1 km interval vertical grid with an altitude resolution of about 2-5 km. A further overview of the MIPAS-B data analysis is given by Wetzel et al. (2012) and references therein.
In this section we compare the SMILES NICT v2.1.5 ClO profiles with those from TELIS (version 3.0 of its level-2 product) and MIPAS-B. The TELIS profile used in this study includes a correction for the non-linear response function of the detector, which was absent in the previous TELIS-MLS comparison by de Lange et al. (2012) . Figure 11 shows the close coincident measurement locations of SMILES, TELIS and MIPAS-B. The SMILES tangent points for a tangent height of 23 km are shown by the black square symbols, and those of TELIS by blue circles. The observation lineof-sight directions are also shown. It is noted that the longitude and latitude of the tangent points of SMILES single scan have almost negligible variability when compared to that of TELIS and MIPAS-B measurements. The SMILES measurement of the observation identifier 761 (tangent point at 30.5 • E, 64.8 • N) shows good coincidence with TELIS observations 14 932 (32.4 • E, 67.3 • N), 17611 (33.6 • E, 66.7 • N), and 21 537 (34.0 • E, 64.7 • N); the latter being the closest in terms of geophysical distance (∼ 160 km). In case of MIPAS-B measurements, the sequences from 08a to 09b are the best candidates for comparison as these are conducted under virtually identical observation geometries as the TELIS observations 14932 and 17611. We used the MIPAS-B ClO profile that was retrieved from the averaged spectra of measurement sequences 08a-09b, improving the signal-to-noise ratios in the measurement which led to a higher vertical resolution. In addition, the SMILES measurement 760 (23.2 • E, 64.0 • N) shows good coincidence with the Aura MLS measurements shown by stars on the map, and therefore we also included them in this comparison. On the background of Fig. 11 , the spatial distribution of the potential vorticity (PV) at the isentropic surface (potential temperature of 530 K which corresponds to approximately 28 hPa) is also shown in order to see the vortex activity at that day. The PV data were taken from the European Centre for Medium-Range Weather Forecasts (ECMWF) analysis for 12:00 UTC of 24 January 2010. Figure 12 shows the ClO profiles derived from the SMILES, TELIS, MIPAS-B, and MLS measurements. As described in Sect. 3, we convolved the TELIS and MLS profiles with the SMILES averaging kernels (middle plot of Fig. 12) , and for the comparison, including MIPAS-B, both of the SMILES and MIPAS-B averaging kernel matrices were considered (right plot of Fig. 12) . In general the SMILES NICT v2.1.5 ClO profiles detected the ClO enhancement in the lower stratosphere to a satisfactory extent despite its limited sensitivity at these altitudes. The SMILES ClO VMR profiles from the measurements 760 and 761 are almost identical and show the largest ClO enhancement compared to the others. From the SMILES-averaging kernel convolved comparison it follows that the SMILES peak values are +0.4 ppbv (16 %) and +0.2 ppbv (8 %) respectively larger than TELIS and MLS (see the closeup at the sub-plot). The expected systematic error is ∼ 10 % for both SMILES and TELIS at 25 hPa (∼ 23 km) (de Lange et al., 2012) . This corresponds to 0.25 ppbv (SMILES) and 0.2 ppbv (TELIS). After TELIS is fairly consistent with that derived by the MIPAS-B measurements. It is most likely that the SMILES NICT profiles have a positive bias in the lower stratosphere, which is consistent with the comparison with the SMILES JAXA level-2 product (see Sect. 4.2.2). It should be noted that the SMILES (and MLS) measurements are rather on the edge of the vortex (as shown by the strong gradient of the PV surface) with a horizontal resolutions of ∼ 500-1000 km, and therefore even a small mismatch in the geolocations, SZAs, or in the observation LOS directions between the coincident profiles could yield variabilities of the ClO distribution along each instrument's LOS. Therefore, we consider it difficult to quantitatively discuss bias errors of SMILES ClO only from this coincidence comparisons. This situation can be improved by future studies using outputs of chemical models for statistical comparison.
Comparison with ground-based measurements at Mauna Kea
A ground-based microwave instrument located on Mauna Kea, Hawaii, has been monitoring stratospheric ClO almost continuously since 1992, as one instrument of the Network for the Detection of Atmospheric Composition Change (NDACC) (e.g., Solomon et al., 2006; Nedoluha et al., 2011; Connor et al., 2013) . The millimeter heterodyne receiver detects the ClO emission line at 278.632 GHz with a total bandwidth of 506 MHz. Data analysis algorithm has been recently revised by Connor et al. (2013) . Atmospheric spectra are taken continuously over several consecutive days (∼ a week), where the daytime and nighttime spectra are collected from the observations at 09:00-17:00 and 22:00-05:00 local time, respectively. An averaged nighttime spectrum is subtracted from the averaged daytime spectrum in order to remove the interfering spectral lines and the spectral baseline curvature coming from instrumental artifacts. Such "daytime−nighttime" ClO spectra are inverted to deduce the ClO profile by an optimal estimation method with a single a priori profile. The output vertical grid has a constant interval of 3 km with a vertical resolution of 9-16 km. The usable altitude range is around 20-45 km (e.g., Solomon et al., 2006; Nedoluha et al., 2011) . The random and bias error are estimated by Solomon et al. (2006) and the combined total error is 40, 35, 22, 36 and 37 pptv, for the altitude ranges of 20-24, 25-29, 30-34, 35-39, and 40-44 km, respectively. Nedoluha et al. (2011) compared the Mauna Kea ClO measurements with the UARS and Aura MLS instruments for the data taken in 1991-2009. The difference between the groundbased and MLS measurements was about 7-8 % at the peak of the "daytime−nighttime" ClO, ∼ 4 hPa (∼ 40 km), which was within the 1-σ level of estimated systematic errors over most of the altitudes. The comparison with the MLS ClO data was also discussed in the paper by Connor et al. (2013) . They used a re-analyzed version of the Mauna Kea groundbased data for the comparison, and obtained a good agreement within 35 pptv for 50-1 hPa range.
The ClO comparison between the SMILES NICT v2.1.5 and the Mauna Kea ground-based measurements was performed on the basis of "daytime−nighttime" ClO profiles. We searched the SMILES data within 500 km (300 km was not large enough to find coincident SMILES data) from the Mauna Kea observatory for the periods which the groundbased measurements had been carried out. The SMILES ClO data were separated into the daytime (SZA ≤ 50 • ) and nighttime (SZA ≥ 150 • ) conditions, and then the mean daytime and nighttime SMILES ClO profiles were calculated. The SZA requirement for the daytime data was set to be smaller than 50 • in order to obtain the SMILES measurements when the diurnal variation of ClO becomes relatively constant (i.e., around noon). The nighttime criterion was set to be similar with the one used for the ground-based data analysis. This was important to reduce the comparison error associated with the diurnal variation of upper stratospheric ClO in nighttime. We found the coincident pairs of SMILES and the Mauna Kea ground-based data for the following 5 periods: 5-15 January, 3-12 February, 11-22 March, 3-7 and 8-17 April in 2010 . By taking the difference of these daytime and nighttime ClO profiles, we obtained the "daytime−nighttime" ClO profiles for the SMILES measurements. These SMILES "daytime−nighttime" ClO profiles were smoothed to the ground-based resolution using the averaging kernel and the a priori ClO profile of the ground-based measurements, as described in Sect. 3. Figure 13 shows the SMILES NICT v2.1.5 ClO profiles (before smoothing) and the ground-based ClO profiles for the coincident periods. The period of the ground-based measurements is labeled as the title of each plot. The mean daytime, nighttime, and "daytime−nighttime" SMILES NICT, and the ground-based "daytime−nighttime" profiles are shown. Both SMILES and the ground-based profiles show the peak at the pressure level around 5-8 hPa which is at a slightly lower altitude than the daytime peak altitude. This is because the nighttime ClO is not zero at those altitudes. The comparison results for the smoothed SMILES profiles are shown in Fig. 14. In the lower right panel, the absolute differences between the SMILES and the ground-based "daytime−nighttime" ClO profiles are shown. In general, the agreement is very good. For most of the case, the absolute difference is within 35 pptv, which is similar as the agreement obtained by the ground-based and MLS comparison (Connor et al., 2013) . The comparison for the period of 5-15 January shows the largest discrepancy (90 pptv at 20 hPa). Except this period, the differences are within the 1-σ of the systematic error over whole the considered altitude range.
Conclusion
SMILES has provided a unique data set of global (38 • S-65 • N in the nominal case, and 65 • S-38 • N during the specific yaw-maneuvered periods) ClO observations from the lower stratosphere up to the mesosphere. Its high sensitivity has revealed the distribution of ClO in the mesosphere and the non-sun-synchronous orbit allowed us to follow its diurnal variation. It is thus an important database for advancing our understanding of atmospheric chemistry.
We compared the SMILES ClO profiles processed at NICT with those generated by the JAXA level-2 chain, and with measurements of several satellite, balloon-borne, and ground-based instruments. The difference between the retrieval configurations of the NICT v2.1.5 and the JAXA operational code v2.1 processors resulted in a ClO difference of 15 pptv at 4 hPa for daytime and 10 pptv at 2 hPa for nighttime measurements. These differences are within the estimated systematic error of the NICT v2.1.5 processing. In the nighttime lower stratosphere where ClO VMRs are known to decrease to zero, the NICT v2.1.5 ClO profiles show negative VMRs of about −30 pptv. The cause for this bias is considered to be the use of the limited spectral bandwidth in the NICT processing which introduces contaminations from other broadened spectral signals. This seems to have also affected the NICT v2. Comparison between the SMILES NICT v2.1.5 and Mauna Kea ground-based "daytime−nighttime" ClO profiles. SMILES data shown in magenta are those smoothed to the ground-based vertical resolution using the averaging kernel and the a priori profile of the groundbased measurements. Black profile is the original SMILES "daytime−nighttime" ClO profile before smoothing (same as shown in Fig. 13 ). The green circles are the ground-based measurements with error bars for the 1-σ retrieval errors. The lower right panel shows the absolute difference between the smoothed SMILES and the ground-based profiles. Legend on this lower right panel corresponds to the starting day of the observation period. data showed 0.4 ppbv (30 %) larger VMRs at 50 hPa compared to the JAXA v2.1 product. This issue should be solved in the next version of the NICT level processing, implementing a broader spectral bandwidth in the data analysis.
The comparisons of SMILES NICT v2.1.5 ClO profile with those of Aura MLS (version 3.3) and Odin SMR (Chalmers level-2 version 2.1) were carried out for the low and middle latitude region in order to verify the SMILES data quality at different local times. The SMILES ClO daytime profiles agree well (differences within 0.04 ppbv at the pressure range of 80-2 hPa) with those of MLS after correcting for the known negative bias of MLS. Comparison with the Odin SMR data pointed out that SMR ClO profiles have a negative bias in the mesosphere (0.1 hPa). The difference between SMILES and SMR ClO profiles were fairly consistent with the findings of previous MLS-SMR comparisons. The daytime ClO data from the Envisat MI-PAS (version V5R_ClO_220 of the IMK/IAA product) were also used as the comparison data sets. Their differences, −10 to +60 pptv, were within the 1-σ level of the combined systematic errors. We compared the SMILES ClO profiles inside the polar vortex with those measured by TELIS and MIPAS-B. Despite its degraded sensitivity to the lower stratosphere, the NICT v2.1.5 product of the SMILES ClO profiles detected the ClO enhancement (∼ 2.5 ppbv at 25 hPa) to a satisfactory extent. This observed enhancement was slightly larger than those of TELIS and MIPAS-B, although differences in the observation geometries and horizontal resolutions should be taken into account for further quantitative discussion. In addition, we also found that the "daytime−nighttime" ClO profiles of SMILES have agreement with the "daytime−nighttime" ClO profiles measured by the ground-based instrument at Mauna Kea, which differences are within 1-σ of the expected systematic errors for most of the compared profiles.
In conclusion, we found that the NICT-processed SMILES ClO profiles generally agree well with other measurements. No significant bias as a function of local time was detected outside the polar region. This means that the SMILES data set can be scientifically used as a reference for the diurnal variation of ClO. For the lower stratosphere in the nighttime (altitudes below 30 hPa level) and inside the chlorineactivated polar vortex, the current version of the SMILES NICT ClO product shows biases probably due to the configuration in the retrieval analysis. The future versions of the NICT level-2 processing will target this problem. Because of the good agreement between NICT and JAXA products from the middle stratosphere to the mesosphere, we believe that the new version will not significantly improve the results at these altitudes. We conclude that the presented version of SMILES NICT ClO data can be used at pressure ≤ ∼30 hPa for scientific analysis. Appendix A
Impact of the spectral bandwidth on retrieval analysis
The impact of the spectral bandwidth which is used in the SMILES ClO retrieval was investigated by theoretical sensitivity calculations using the averaging kernels. Figure A1 shows the simulated averaging kernels of ClO retrieval when using 400 MHz bandwidth (same condition with the NICT v2.1.5 level-2 processing) and when using 1.2 GHz full width of the Band-C spectrum. The simulation was done with ClO characteristics and measurement noises identical to those used in the NICT v2.1.5 processing, that is, ClO a priori from the daytime mid-latitude condition with a priori uncertainty of 0.5 × x a + 2.0 × 10 −10 (cf. Eq. 16 given by Sato et al., 2012) and the measurement noise of 0.5 K for each frequency channel. For the narrow spectral bandwidth case, the measurement response rapidly decreases at pressure ≥ 50 hPa (altitudes below 20 km). The use of the full 1.2 GHz bandwidth clearly improves the sensitivity at such low altitudes. Limiting the spectral bandwidth makes also the vertical resolution worse in the upper troposphere and lower stratosphere (UT/LS) which explains the actual difference between the NICT and JAXA level-2 ClO products (Fig. 5) . Another point to note is that this simulation indicates that there is no significant impact of widening the bandwidth on ClO retrievals at the pressure level ≤ ∼ 30 hPa. In practice, using the narrow bandwidth helps in better-fitting the spectral baseline and reduces the errors from interfering other spectral lines and instrumental ripples (Baron et al., 2011) .
